Qualitative Analysis Report

Data Filename  TOX21_400083_TMS 1.D Sample Name NCGC Tox21_400083 from M11 SP109717
Position 299 Instrument Name 5975C_MR
User Name Kirill Acq Method C1_28-0_2_620_mt384_sndv.M

User Chromatograms

%10 6 |+ TIC Scan TOX21_400083_TMS 1.D
1.24 21.051 1
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h L

0.8
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0.4+
0.2
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x10 5 |GC1 - A:Flame lonization Detector Signal #1 Translated from ChemStation FID1A.CH Signal File T...

21.044
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Qualitative Analysis Report

User Spectra

Spectrum Source
Peak (1) in "+ TIC Scan"

x103

1.6
1.4
1.2

14
0.8
0.6
0.4
0.2

+ Scan (7.377-7.480 min, 16 Scans) TOX21_400083_TMS 1.D Subtract

64.0

29.0 47.0 92.0

147.0
|

169.8

78.0
|1 .l ‘||I ||I‘|||

185.0 99.9 119.8
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Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (2) in "+ TIC Scan"

%10 4 |+ Scan (7.487-7.583 min, 15 Scans) TOX21_400083_TMS 1.D Subtract
126.0
2,
1.5-
1 69.0
78.0 173.0
0.51 280 45.0 61.0
' 97.0
0 15'9 |J| ‘ |_|_hl |..‘| 1 ‘ | | 15.7'9 A 191.9

20 40 60 80 100 120 140 160 180
Counts vs. Mass-to-Charge (m/z)

200 220 240

Spectrum Source
Peak (3) in "+ TIC Scan"

x10 4
2,
1.75
1.54
1.25
14
0.75-
0.5
0.25-

0

+ Scan (7.946-8.069 min, 19 Scans) TOX21_400083_TMS 1.D Subtract
61.0

Y 10b0 149.0

27.0 |.||,| T 1 || ‘| | 13I20

162.0
1

198.0 216.0

20 40 60 80 100 120 140 160 180
Counts vs. Mass-to-Charge (m/z)

200 220 240
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Qualitative Analysis Report

Spectrum Source
Peak (4) in "+ TIC Scan"

«10 4 |+ Scan (21.021-21.110 min, 14 Scans) TOX21_400083_TMS 1.D Subtract
61 313.3

75.0

43.1 103.0

20 L L L e
0 Al .‘II. .|||‘| I|.| ‘||||.|||.I‘|| |.| ||- ‘1711‘ ‘213“1 24‘12 269.2 297.2 |

20 40 60 80 100 120 140 160 180 200 220 240 260 280 300 320
Counts vs. Mass-to-Charge (m/z)

--- End Of Report ---
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Qualitative Analysis Report

Data Filename

TOX21_400083_TMS 2.D

Sample Name

NCGC Tox21_400083 from J20 SP109722

Position -20 Instrument Name 5975C_MR

User Name Kirill Acq Method C1_28-0_2_620_mt384_sndv.M

User Chromatograms

x10 6 |+ TIC Scan TOX21_400083_TMS 2.D
1.2 21.045 1
1

0.8
0.6
0.4

i
9.403
O,

|

8 9 10 11 12 13 14 15 16

17

18 19 20 21

Counts vs. Acquisition Time (min)

22 23 24 25 26 27

x10 5 |GC1 - A:Flame lonization Detector Signal #1 Translated from ChemStation FID1A.CH Signal File T...
8 21.041
6,
4 ]
2,
L, 9402 |
0
8 9 10 11 12 13 14 15 16 17 18 19 20 21 22 23 24 25 26 27
Response Units vs. Acquisition Time (min)
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Qualitative Analysis Report

User Spectra

Spectrum Source
Peak (1) in "+ TIC Scan"

x103 |+ Scan (7.363-7.473 min, 17 Scans) TOX21_400083_TMS 2.D Subtract
2 64.0 147.0
1.51
L 200 470 |30 920
> TP 191.1
o L1800, ..‘| L ||‘|. | H‘“\ ‘ “ 1309 b 1700 |

20 40 60 8 100 120 140 160 180 200 220 240 260 280
Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (2) in "+ TIC Scan"

x104 |+ Scan (7.473-7.576 min, 16 Scans) TOX21_400083_TMS 2.D Subtract

1.75+ 126.0
1.51
1.25
1
0.75. 69.(

0-51 45.0 61,0 e

173.0

0.251 28.0 970
0 \M L “Hm Ll ! ‘ ] 138.9 1580 191.2

20 40 60 8 100 120 140 160 180 200 220 240 260 280
Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (3) in "+ TIC Scan"

x103 |+ Scan (7.747-7.843 min, 15 Scans) TOX21_400083_TMS 2.D Subtract

11 75.0

0.8
0.6- 129.0 157.1

0.4+

105.0

0.2 ] 45.0
120.0

18.0 :\31\\9 Ly \“ L1 H‘ L1 i -1 | | ! 14\30

|
20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170
Counts vs. Mass-to-Charge (m/z)
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Qualitative Analysis Report

Spectrum Source
Peak (4) in "+ TIC Scan"

x10 4 |+ Scan (7.939-8.069 min, 20 Scans) TOX21_400083_TMS 2.D Subtract

1.41
1.2

1,
0.8 |
0.6 |
0.4
0.2

20 40 60 80 100 120 140 160 180 200 220 240
Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (5) in "+ TIC Scan"

x102 |+ Scan (8.576-8.658 min, 13 Scans) TOX21_400083_TMS 2.D Subtract
75.0

4] 197 1550 1701

45.0

59.0 142.0

180 939 1,849 989 1109
| 1

0 L \“\‘ \“H ‘\1 \HA“\H I \ ] |

20 30 40 50 60 70 8 90 100 110 120 130 140 150 160 170
Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (6) in "+ TIC Scan"

x10 2 |+ Scan (9.351-9.453 min, 16 Scans) TOX21_400083_TMS 2.D Subtract
5 75.0

103.0
187.1

430 579

L 29.0
I 85.1 1121
0 ‘ | I‘ |I|: s |||L||| |‘ |“u‘| Ul | |||I‘ ul i ‘ | ‘ | L ‘ ‘ ‘ 1‘6\.?’0 ‘ ‘
20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180
Counts vs. Mass-to-Charge (m/z)
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Qualitative Analysis Report

Spectrum Source
Peak (7) in "+ TIC Scan"

x10 4 |+ Scan (21.014-21.103 min, 14 Scans) TOX21_400083_TMS 2.D Subtract

51 75.0

43.1 103.1

0 ‘

]
29.1 129.1
L Ll 1, 1291 1571 1851 2272 2552 297.3

313.3

Counts vs. Mass-to-Charge (m/z)

--- End Of Report ---
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Qualitative Analysis Report

Data Filename  TOX21_400083_TMS 3.D Sample Name
Position -116 Instrument Name
User Name Long Acq Method

User Chromatograms

NCGC Tox21_400083 from F20 SP109729
5975C_MR
C1_28-0_2_620_mt384_sndv.M

10 6 |+ TIC Scan TOX21_400083_TMS 3.D

1.754
1.5+
1.254

0.75
0.5

0.25+
11.787

21.044

|

8 9 10 11 12 13 14 15 16

17 18 19 20 21
Counts vs. Acquisition Time (min)

22 23 24 25 26 27

x10 5 |GC1 - A:Flame lonization Detector Signal #1 Translated from ChemStation FID1A.CH Signal File T...
21.040
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6,
4,
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L J
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17 18 19 20 21
Response Units vs. Acquisition Time (min)
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Qualitative Analysis Report

User Spectra

Spectrum Source
Peak (1) in "+ TIC Scan"

x103 |+ Scan (7.356-7.473 min, 18 Scans) TOX21_400083_TMS 3.D Subtract

147.0

73.0

63.9

14 29.0 45.0 103.0 B 1911

0 ‘ || ‘||,|,|| .|‘I|| Il “ . ‘ “ 1 | ‘ ‘\ ‘ 169.9 ‘ ‘\ ‘ ‘ ‘

20 40 60 80 100 120 140 160 180 200 220 240
Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (2) in "+ TIC Scan"

x10 4 |+ Scan (7.473-7.576 min, 16 Scans) TOX21_400083_TMS 3.D Subtract
126.0

2,
69.0 173.0

78.0

14 45.0 61.0

28.0

20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190
Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (3) in "+ TIC Scan"

x103 |+ Scan (7.754-7.809 min, 9 Scans) TOX21_400083_TMS 3.D Subtract

1 129.0
0.8

0.6 157.1

0.41 120.0

0.2 45.0 58.9 79.9
26.0 | | 101.0 112.9 142.9 | 188.0
. Lot vl ot bbbl 1 | L L | . | | X

20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190
Counts vs. Mass-to-Charge (m/z)
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Qualitative Analysis Report

Spectrum Source
Peak (4) in "+ TIC Scan"

x10 4 |+ Scan (7.932-8.083 min, 23 Scans) TOX21_400083_TMS 3.D Subtract
3.5- 61.0
3,
2.5
2,
1.5 73.0
14 10b.0 149.0
0.5 45.0 :
o150 Ll olisse || &0 | 1920 198.0 2160  245.0
20 40 60 8 100 120 140 160 180 200 220 240 260
Counts vs. Mass-to-Charge (m/z)
Spectrum Source
Peak (5) in "+ TIC Scan"
x10 3 + Scan (8.576-8.658 min, 13 Scans) TOX21_400083_TMS 3.D Subtract
2,
\
1.5
| 0 155.0
1 ‘ 170.1
|
45.0
0.54 142.0
59.0 849
01180 280 I bl bl 990 1108 ) 1480 | I 1879
20 30 40 5‘0 60 70 80 90 100 110 120 130 140 150 160 170 180 190

Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (6) in "+ TIC Scan"

x10 3 |+ Scan (10.803-10.872 min, 11 Scans) TOX21_400083_TMS 3.D Subtract
126.0
2,
1.5
14
68.9
0.51 e 171.9
0 u 28\0 s M\ “ 9?‘0 ‘ | ‘149'0‘ ‘\ ‘192'0‘ ‘ ‘25?-9‘ ‘
20 40 0 80 100 120 140 160 180 200 220 240 260 280

Counts vs. Mass-to-Charge (m/z)
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Qualitative Analysis Report

Spectrum Source
Peak (7) in "+ TIC Scan"

x10 3 |+ Scan (11.763-11.852 min, 14 Scans) TOX21_400083_TMS 3.D Subtract

3.5
3
2.5
2]
1.5
14
0.5

20 40 60 80 100 120 140 160 180 200 220
Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (8) in "+ TIC Scan"

x105 |+ Scan (21.014-21.103 min, 14 Scans) TOX21_400083_TMS 3.D Subtract
1 313.3

0.8+
75.0

0.6

0.4 103.0

43.1
sl A
0 | | Wire ‘M“ \w‘\“‘\m‘\‘m\“

20 40 60 80 100 120 140 160 180 200 220 240 260 280 300 320
Counts vs. Mass-to-Charge (m/z)

0.2+

o, 1291 1571 185.1 227.2 2552 297.2 ||

--- End Of Report ---
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Qualitative Analysis Report

Data Filename  TOX21_400083_TMS 4.D Sample Name
Position 125 Instrument Name
User Name Long Acq Method

User Chromatograms

NCGC Tox21_400083 from FO5 SP109738
5975C_MR
C1_28-0_2_620_mt384_sndv.M

10 6 |+ TIC Scan TOX21_400083_TMS 4.D

1.2+

0.8+
0.6
0.4+
0.2+

04 v

8 9 10 11 12 13 14 15 16

17 18 19 20 21
Counts vs. Acquisition Time (min)

22 23 24 25 26 27

x10 6 |GC1 - A:Flame lonization Detector Signal #1 Translated from ChemStation FID1A.CH Signal File T...
14 21.047
0.8
0.6
0.4
0.2
A Il
0,

8 9 10 11 12 13 14 15 16

17 18 19 20 21
Response Units vs. Acquisition Time (min)
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Qualitative Analysis Report

User Spectra

Spectrum Source
Peak (1) in "+ TIC Scan"

x10 3 + Scan (7.260-7.322 min, 10 Scans) TOX21_400083_TMS 4.D Subtract
79.0
2,
1.5
94.0
14 63.0
0.5 45.0
1180 ‘ 188.1 221.1
0 | - |||| - ||L I|‘|I| 11 ” i : - 1339 - - | - ‘I - 2§31 -
20 40 60 80 100 120 140 160 180 200 220 240 260 280
Counts vs. Mass-to-Charge (m/z)
Spectrum Source
Peak (2) in "+ TIC Scan"
x10 3 |+ Scan (7.384-7.432 min, 8 Scans) TOX21_400083_TMS 4.D Subtract
6 1471
5,
4
3] 731
2,
103.1
14 45.0 66.0 191.1
20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190

Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (3) in "+ TIC Scan"

x102 |+ Scan (7.432-7.452 min, 4 Scans) TOX21_400083_TMS 4.D Subtract
34 63.0
251 28.0
2,
78.0
1.54 48.0
14
33.0 131.0
0.51 “ |70-9‘ 92.0 116.0 149.2
. | |||‘||” !l. |‘| IIlT' ‘|| I‘I ||‘|| L | | | . | | |‘ | | | ‘||
20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190

Counts vs. Mass-to-Charge (m/z)
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Qualitative Analysis Report

Spectrum Source
Peak (4) in "+ TIC Scan"

x10 2 |+ Scan (7.452-7.487 min, 6 Scans) TOX21_400083_TMS 4.D Subtract
63.0
4
3,
47.0
o 29.1
55.1 74.0
1 92.0
O P R SR e T

ol WAL LIS g L T T L

20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190

Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (5) in "+ TIC Scan"

x104 |+ Scan (7.514-7.589 min, 12 Scans) TOX21_400083_TMS 4.D Subtract
126.0
2,
1.5
14 69.0
78.0 173.1

051 45.0 61.0
' 28.0 ‘ 560‘ 97.0
0 ‘ '|"' ‘ |||' |"F T ‘86'0" L '1‘14'0‘ | ‘ ‘152'3‘-0 ‘ ‘188{1

20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190

Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (6) in "+ TIC Scan"

x10 2 |+ Scan (7.761-7.836 min, 12 Scans) TOX21_400083_TMS 4.D Subtract

75.0

1291

45.0

58,9 91.9 146.9

L

32.0

157.1

170.1
|k

Lo Ll I‘Ihhl. L L
40 50 60 70 80 90
Counts vs. Mass-to-Charge (m/z)

0 ; -
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100 110 120 130 140 150 160 170 180 190
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Qualitative Analysis Report

Spectrum Source
Peak (7) in "+ TIC Scan"

x10 4 |+ Scan (7.946-8.069 min, 19 Scans) TOX21_400083_TMS 4.D Subtract
2,
1.54
14
0.5
20 40 60 80 100 120 140 160 180 200 220 240
Counts vs. Mass-to-Charge (m/z)
Spectrum Source
Peak (8) in "+ TIC Scan"
x103 |+ Scan (8.576-8.679 min, 16 Scans) TOX21_400083_TMS 4.D Subtract
1] 75.0
0.8
0.6 127.1 155.1 1701
0.41 45.0
0.2 59.0 1421
17.1 31.0 ‘ ‘ ‘ ‘ 85.0 100.0 119.9 ‘
0 " ‘H“ “\HM ‘\”\\}\HM ‘m‘ M‘u l ‘ i ‘ 1 i “\ L | ‘ I ‘ ‘
20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190

Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (9) in "+ TIC Scan"

x10 4 |+ Scan (21.014-21.103 min, 14 Scans) TOX21_400083_TMS 4.D Subtract

20 40 60 80 120 140 160
Counts vs. Mass-to-Charge (m/z)

100

--- End Of Report ---
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Qualitative Analysis Report

Data Filename  TOX21_400083_TMS 5.D Sample Name NCGC Tox21_400083 from FO5 SP109778
Position 125 Instrument Name 5975C_MR
User Name Long Acq Method C1_28-0_2_620_mt384_sndv.M

User Chromatograms

«10 5 |+ TIC Scan TOX21_400083_TMS 5.D

8 9 10 11 12 13 14 15 16 17 18 19 20 21 22 23 24 25 26 27
Counts vs. Acquisition Time (min)

x10 5 |GC1 - A:Flame lonization Detector Signal #1 Translated from ChemStation FID1A.CH Signal File T...
61 21.427

1’! d ! 12.108

8 9 10 11 12 13 14 15 16 17 18 19 20 21 22 23 24 25 26 27
Response Units vs. Acquisition Time (min)
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Qualitative Analysis Report

User Spectra

Spectrum Source
Peak (1) in "+ TIC Scan"

x102 |+ Scan (7.610-7.671 min, 10 Scans) TOX21_400083_TMS 5.D Subtract

8 73.0

64.0
6,
2211
4
92.0
29.0
2 47.0
99.9 120.0
‘ ‘ ‘ 1471 1749 050 263.1
0 \‘ i \u\\ \ MHHL”“H\ 1 “ “ \‘ ‘ Ly ‘ | ‘ L Al ‘ “ o
80 100 120 140 160 180 200 220 240 260 280
Counts vs. Mass-to-Charge (m/z)
Spectrum Source
Peak (2) in "+ TIC Scan"
x10 4 |+ Scan (7.713-7.795 min, 13 Scans) TOX21_400083_TMS 5.D Subtract
126.0
4
3,
69.0
2,
78.0 173.0
1] 45.0 61.0
280 560 147.0
0 | - h” I|.| T I ‘86'0‘ 97I? | 1‘14'0‘ | | | | | L | | 191'0
20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190

Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (3) in "+ TIC Scan"

x102 |+ Scan (7.980-8.076 min, 15 Scans) TOX21_400083_TMS 5.D Subtract

126.0

69.0 141.0

78.0

28.0

56.0
43.0

84.9

96.9

113.9

155.0 169.9

188.0

18.0 509
L 1 ..||h |.ﬂ|l|||n| |l||||.|| |II||. Ly Lo | | ||

20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190 200
Counts vs. Mass-to-Charge (m/z)
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Qualitative Analysis Report

Spectrum Source
Peak (4) in "+ TIC Scan"

x10 2 |*+ Scan (8.103-8.179 min, 12 Scans) TOX21_400083_TMS 5.D Subtract
6 75.0

31 129.0 157.0
2] 44 .9

| 54.9
1 18.0 99.9 115.9 1471 17‘2.1 19“1.9
| | | |

0 | Ly |‘| n |.IH\\‘\ L ‘H | . li ‘l‘ : :

20 40 60 8 100 120 140 160 180 200 220 240 260 280
Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (5) in "+ TIC Scan"

x10 4 |+ Scan (8.268-8.391 min, 19 Scans) TOX21_400083_TMS 5.D Subtract

3.5
3
2.5
24
1.5
1
05. 450 100.0 149.0

0 | Cole b )1 860 ‘|| 131.9 | 162.0 198.0 216.0 |

20 40 60 80 100 120 140 160 180 200 220 240
Counts vs. Mass-to-Charge (m/z)

61.0

73.0

Spectrum Source
Peak (6) in "+ TIC Scan"

x10 3 |+ Scan (8.919-8.994 min, 12 Scans) TOX21_400083_TMS 5.D Subtract

1’ 75.0
0.8
0.6

127.0 155.0 170.1
0.4
45.0
0.2 28.0
: 58.9 85.0 989 142.0
18.0 .
0 n il I||| | , ||||,|‘| N |.|||||I. | | 129-0 | ‘IL M| | L

20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190
Counts vs. Mass-to-Charge (m/z)
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Qualitative Analysis Report

Spectrum Source
Peak (7) in "+ TIC Scan"

x10 3 |+ Scan (11.043-11.118 min, 12 Scans) TOX21_400083_TMS 5.D Subtract

2.5 126.0

2,
1.5

1,

68.9
0.5- 61.0(78.0 172.0
28.0
7. 251.0
0 A ‘IIJu. |.‘| “ 9‘0‘ L 1471 ‘\ 188.1

20 40 60 80 100 120 140 160 180 200 220 240 260 280
Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (8) in "+ TIC Scan"

x102 |+ Scan (11.118-11.249 min, 20 Scans) TOX21_400083_TMS 5.D Subtract

20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190
Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (9) in "+ TIC Scan"

x10 3 |+ Scan (12.078-12.167 min, 14 Scans) TOX21_400083_TMS 5.D Subtract

A 61.0

3,

2,

1,

42.0 . 185.0
0150270 || L1 87.9 116.0  139.8 1719 |
20 40 60 80 100 120 140 160 180 200 220

Counts vs. Mass-to-Charge (m/z)
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Qualitative Analysis Report

Spectrum Source
Peak (10) in "+ TIC Scan"

x10 4

+ Scan (21.397-21.480 min, 13 Scans) TOX21_400083_TMS 5.D Subtract

20 40 60 80 100 120 140 160 180 200 220 240 260 280 300 320

Counts vs. Mass-to-Charge (m/z)

--- End Of Report ---
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Qualitative Analysis Report

Data Filename  TOX21_400083_TMS 6.D Sample Name NCGC Tox21_400083 from J20 SP109798
Position -20 Instrument Name 5975C_MR
User Name Long Acq Method C1_28-0_2_620_mt384_sndv.M

User Chromatograms

«10 5 |+ TIC Scan TOX21_400083_TMS 6.D
I 21.414 1

14

07 T T T T T T T T T T T T T T L\ T T T T T

8 9 10 11 12 13 14 15 16 17 18 19 20 21 22 23 24 25 26 27
Counts vs. Acquisition Time (min)

x10 5 |GC1 - A:Flame lonization Detector Signal #1 Translated from ChemStation FID1A.CH Signal File T...
21.408
5,
4,
3,
2,
1 i
oL J

8 9 10 11 12 13 14 15 16 17 18 19 20 21 22 23 24 25 26 27
Response Units vs. Acquisition Time (min)
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Qualitative Analysis Report

User Spectra

Spectrum Source
Peak (1) in "+ TIC Scan"

x103 |+ Scan (7.534-7.555 min, 4 Scans) TOX21_400083_TMS 6.D Subtract

3.5] 28.0
3,
2.5]
2,
151 450 77.9
1,
0.5 319 399 | ‘ | 57.0 H ‘ 69.0 91.9 105.0

| ) ‘ 1l ‘ L ! Lol [ |
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Spectrum Source
Peak (2) in "+ TIC Scan"
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Spectrum Source
Peak (3) in "+ TIC Scan"

x102 |+ Scan (7.582-7.630 min, 8 Scans) TOX21_400083_TMS 6.D Subtract
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Qualitative Analysis Report

Spectrum Source
Peak (4) in "+ TIC Scan"

x10 3 |+ Scan (7.644-7.726 min, 13 Scans) TOX21_400083_TMS 6.D Subtract
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Spectrum Source
Peak (5) in "+ TIC Scan"

x10 4 |+ Scan (7.726-7.802 min, 12 Scans) TOX21_400083_TMS 6.D Subtract
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Spectrum Source
Peak (6) in "+ TIC Scan"
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Qualitative Analysis Report

Spectrum Source
Peak (7) in "+ TIC Scan"

x10 4 |+ Scan (21.384-21.466 min, 13 Scans) TOX21_400083_TMS 6.D Subtract
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--- End Of Report ---
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